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% POLICE DEPARTMENT
- LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASL CITY, ARIZONA BG6403-5847

‘¢

BN

To Whom It May Concern:

| hereby attest that Charles Trescher is a Cerlified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department,

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true and
correct copy of the original.

T e —ame p

Signature

STATE OF ARIZONA )

) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this ,{é ¢h day of J{?‘-nu Ao
i

20 il by
Chacles, TRESCHE

)
it e
ARY PUBLI

\an /6, 28/&

DATE

Commission expires: F«d. A9, A0/ )

wANDA R, SKINNER

i1 Notary Public - Arizona
i@ Mohave County
: My Comm. Expires Feb 24, 2017

L

Area Code 828

Administralion ... B55-4884 Fax #'s Emengency ..o

Business Office 855-117T1 Administration ........................ BB0-5430 Non-Emergency Dispatchf

9-1-1
855-4111

Investigations ......................... BS5-57T5 Business Office ...................... 680-5431 TDD B55-4114

Patrol

R551515 Investigations/Patrol .............. GB0-5432 Havasu Sienl Witness
E-mail: police@lhcaz.gov

854-TIPS




POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASL CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereby attest that Charles Trescher is a Cerlified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| cerlify that the attached documentation of Standard Quality Assurance

Procedures and/or Standard Calibration Check Procedure are full, true and
correct copy of the original.

R A

Signature

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )
Subscribed and sworn to before me this Hp‘; h day of Sonu ard
-

Aol by

o Logadd R OSEWNER

Uyt P e

NOTARY PUBLIC

A2/, /@ 28 /6

DATE

Commission expires: Fub A4 /7

Area Code 928
Administration ........................ 855-4884 Fax #'s Emeargency U % B
Business Office 8551171 Administration ... 680-5430 Non-Emergency Dispatch/ ... B55-4111
Investigations ......................... B55-5775 Business Office ._................... 680-5431 TOD  855-4114
Patrol A55-0515 Investigations/Patrol ... 680-5432 Havasu Silent Wilness ... 854-TIPS

E-mail: police@ihcar gov
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EXHIBIT -2
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY AA.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYYER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST (TWAfALE S TTRESCA Br AGENCY _ [ AKE HAvATY ATy Lo
DATE___ M) - 16- 16 TIME [l 7 Hes

INTOXILYZER SERIAL# RO~ o073 LOCATION _ LMCPD TTET
(\/ 1. Ensure that gas tank is attached to instrument and contains 2 standard alechol concentration solution »/ O ¢y AC
OR
___AC, into a clean dry simulator and assemble the

Pouwr a standard aleohol concentration salution
simulator. Ensure that a tight seal hes been made. Tum oo the simmlator and allow temperature to reach 34°C +

%

=

a2°C
(1/{ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
Go to the “Contiol Testing Menu™, Select "I for dry control test or “W™ for wet control test.  After selection is

made press ENTER.
\/"2; . Airr blank completed.
Calibration check complcted. Testresulis 0, {2 © AC.

(

({ "

( u;/ 6. Aifr blaok completed.

( 7. Remove printed record. Attach the record to the completed checklist.

2 =
SIGNATURE——_ "~ o —— i e

DPS Form Exh G-2 (Rev 05-01)
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INTOXTLYZER B0O0O

Locatiaon: LHC MATN JAIL

Sorial Wumber: B0-001873

Core Version: 8105.48

01 /1672016 12:18:04

Standard Lot#: 203147100A3

Last Changed By: J. SONDROL #1187
QAS: C. TRESCHER #2195

LAKE HAVASU CITY PD

Operator: €. THESCEER #21%

LAXE HAVASO CITY PD

Test g/ 210L Time

Alr Blank 0. 000 12:19:39 |
2.100 Cal Check 0.100 12:19:59
Alr Blank Q. 000 T2:20:2

Preventalive Maintenance
Performed =-=- Timer Reset |




EXHIBIT G-+
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 {A)

ARTZONA DEPFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURBANCE PROCEDURES
INTOXILYZFR MODEL 5000

STANDARD QUALITY ASSURANCE PROCEDURE

 AGENCY LAWE HAVASL =Ty PorTp

QA SPECIALIST CHARLC £ TReseHE R,
oi-16-14 TIME  {QAE HR<
LocaTION _£H< P TATL o

DATE
INTQXILYZERSERIAL# %KD= DO( 72

} 1. Display Reads “PUSH BUTTON TO START™

D C TESTS
( 1. Clock time check
{ 2. Date check.

OPEEATIONAL TESTS
{ 1. Alcohol-fiee subject test result 0. 0 O QO AC.
{#") # Emor recognition logic system funchioning.
Not a Successfully Completed Test Sequence printed

{ V') 3. Proper sample recognition system
Not a Successfully Completed Test Sequence printed

Deficient smnple printed.
) 4. Standard Calibration Check standard 0. 0 O AC. Result0_[OO  AC.
Instrument is operating properly and accurately ""*3544 s B

COMMENTS

SIGNATURE ﬂ % =

DPS Form Exh G-4 (Rev 05-01)

A




INTOXILYZER BQOO
Location: LHC MATIN

JAIL

Serizl Number: B0-001873

Core Version: B105
Q11672018

45

Standard Lot#: 203147100A3

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #2719
LAKE HAVASU CITY PD

Operator: C. TRESCHER #219

LAKE HAVASU CITY PD

Subject: S5QAD,TEST
DOEBE: 1G/19/1978
Gex: M

Weight: 215

15 Minute Deprivaticn Period? Yes

Test g/210L Time

Air Blank 0.000 12:23:08
Diagnostic Test Pass 12:23 :41
Air Blank 0.000 12:24:08
2.100 Cal Check 0.099 12:24:29
Alr Bilank C.Q00 12:24:59
Subject Test 0.00g 122325230
Alr Blank ABT* 12:25:26
Air Blank TPg** 12225234

*Seguence Aborted
**Tmproper Sample

Not a Successfully Completed Test Seguence
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INTOXILYZER 8000

Location: LHC MAIN JAIL

Serial NHumber: 80-001873

Core Version: 8105.48

01/16/2016 12:22:03

Standard Lot#: 20314100A3
Last Changed By: J. SONDROL #187

QgAS: . TRESCHER #219
LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD H

Subject: SQAP,TEST
DoB: 10/18/1978
Sex: M Weight: 215

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12:23:06

Diagnostic TeslL Pass 12:23:47

Air Blank 0.000 12:24:08

0.100 Cal Check 0.099 12:24:29 '
Air Blank 0.000 12:24:59

Subject Test 0.000 12:25:20

Air Blank ABT* Teigni2h

Air Blank IPS** 12:25:34

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER BOQO
Locatien: LHC MAIN JAIL
Serial Number: 80-001873
Core Version: 8105.48

01/16/2016 12:22=03

Standard Lot#: 20314710043

Last Changed By: J. SONDROL #187 |
QAS: C. TRESCHER #2719

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD \

Subject: SQAP,TEST .
DOB: 10/19/1978 5
Sex: M Weight: 215

15 Minute Deprivation Peried? Yes

Test g/210L Time

Air Blank 0.000 12:23:06

Diagnostic Test Pass 12:23:41 ‘

Air Blank 0.000 12:24:08 |
.100 Cal Check 0.099 12:24:29 i

Air Blank 0.000 12:24:59 '

Subject Test 0.000 12:25:20

Alr Blank ABT* 12:25:26

Air Blank IPS** 12:25:34

*Seguence Abcrted
**Improper Sample

Not a Successfully Completed Test Seguence
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INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-0071873
Core Version: B8105.48

01/16/2016 12:26:10 l

Standard Lot#: 20314100A3

Last Changed By: J. SONDROL #187 }
[ |

QAS: C. TRESCHER #219

LAKE EAVASU CITY PD

LAKE HAVASU CITY FD

Subject: 8SQAP,TEST
DoB: 10/19/1978
Hex: M Weight: 215

15 Minute Deprivation Period? Yes

Operator: C. TRESCHER #219 |
i
|
I

Test g/210L Time

Air Blank 0.000 12:27:13
Diagnostic Test Pas= 12:227:48
Air Blank G.000 12:28:16
0.100 Cal Check 0.100 12:28:36
Air Blank D.000 12:29:086
Subject Test 0.019%* 12232573
Air Blank 0.000 12:32:43
Air Blank 0.000 12:233:11
Subject Test HEH 12433:33
Air Blank REI*** 12:33:44

*Deficient Sample
**Invalid Sample

Begin new deprivation pericd
***RFI Detect

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-001873
Core Version: 8105.48

01/16/2016 12:26:10
Standard Lot#: 20314100A3

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219
LAKE HAVASU CITY PD

Operator: C. TRESCHER #219

LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight:

15 Minute Deprivalblion Period? Yes

Tastk _ g/210L Time

Air Blank 0.000 12227213
Diagnostic Test Pass 12:27:48
Air Blank 0.000 12:28:16
0.100 Cal Check 0.100 12:28:36
Air Blank 0.000 12:29:06
Subject Test 0.019* 12532533
Air Blank 0.000 12332543
Air Blank 0.000 12133417
Subject Test XX ** 12:33:32
Air Blank BRPTIx%*® 12:33:44

*Deficient Sample
**Invalid Sample

Begin new deprivation period

***RFI Detect

Not a Successfully Completed Test Sequence

—




INTOXILYZER 2000
Location: LHC MAIN JAIL
Serial Number: B80-001873
Core Version: 8105.48

01/16/2016 12:26:10

Standard Lot#: 203141004a3

Last Changed By: J. SONDROL #187

QAS: C. TRESCHER #219

LAKE HAVASUG CITY PD

Operator: C. TRESCHER #219

LAKE HAVASU CITY PD

Subject: SQAP,TEST

DOB: 10/19/1578

Sex: M Weight: 215

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 SZLTT LR
Diagnostic Test Pass 12:27:48
Ajr Blank 0.009 12:28:16
0.100 Cal Check 0.100 12:28:36
Air Blank 0.000 12:29:06
Subject Test 0.019% 12:32:13
Alir Blank 0.000 12:32:43
Air Blank 0.oeo 12:33:211
Subject Test XXX *=* 12:33:32
Air Blank RFI*** T2:33:44

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence
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EXHIBIT -2
THIS REPORT PREPARLED PURSUANT TO DUTY IMPOSED BY AA.C. R13-10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIERATION CHHECK PROCEDURE

QA SPECIALIST (WARLES ~TIRESCNEA  AGENCY _/AKLEWAVASU cx i Poree

DATE ol- 1§ - }& TIME [23¢ Ngs B

INTOXILYZER SERIAL # 80 - O¢ [S 73 LOCATION [NCPD AL -
1 1. Ensure that gas tank is attached to instrument and Sn;lnins a standard aleohol concentration solution (30 AC,

Pour a standard aleobol concentration solution AC, into a clean dry simulator and assemble the
simulzstor. Ensure that a tight scal has been made. Tum on the simulator and allow temperature o reach 34°C 2

02°C
1/ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
. G to the *“Control Testing Menu®™. Select “D™ for dry control test or “W™ for wet control test. After selection is
made press ENTELL

. Adr blank completed.
L 5. Calibration check completed. Testresults 0./ 0O AC.

6. Air blank completed. .
7. Remove printed record. Attach the record to the completed checklisr.

Slmmmzﬂé{/%’/, B

DPS Form Exh G-2 (Rev 05-01)
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INTOXILYZER 8000

Location: LHC MAIN JAIL

Serial Number: 80-001873

Core Version: B105.48

01 /1672016 12:34:57
Standard Lot#: 20374700A3

Lagt Changed By: J. SONDROL #187
QAB: C. TRESCHER #219

LAEKE HAVASU CITY FD

Qperator: ©. TRESCHER #2119

LAHE HAVASY CITY PD

Teat g/f210L Time

Alr Blank 0.000 12:35:2
0.100 Cal Check } 12:35:49
Air Blank 12:36:19

4]

L s |
[ = =

0.
2.

Prevaentative Mzintenance
Perlformed -- Timer Reset




